Physiologic mechanism of the ultrasonically activated scalpel.
An ultrasonically activated scalpel was developed and used clinically to provide hemostatic cutting in laparoscopic surgery. Results of experimental work with the ultrasonic scalpel blades were compared with those of electrosurgery and lasers. Some features that distinguish this energy form may confer specific advantages in various surgical procedures.